
 Technical Note 27/04/2008 

Use of Quad Gas Mixtures Update 2 

Document Reference: GEN013 

 

Copyright© 2008 Crowcon D.I. Ltd. All rights reserved   
Approved: KR 
Date: 27/04/08 

 
 
Product: All Portables 
Subject: Use of Quad Gas Mixtures 

 

 

 

 

 

 

 

As of 7th May we have changed the Triple Plus Plus and Detective Plus default settings for 

Quick Cal to the 100ppm CO value in our new quad gas mixtures, as detailed in the memo 

attached from 24th April. 

 

Serial number from which this applies are: 

 

Triple Plus Plus 28891  

 

Detective Plus  41671 

 


